[The EO2-01 automated electrooculography system].
The system EO2-01 is intended for diagnostic electrooculographic examinations of the constant retina potentials in humans and animals. The intensity and the duration of light stimuli are preset. The system performs measuring, processing and recording electrooculograms as well as their amplitude- and time-dependent parameters. The algorithms for data processing built by the conventional method and by the method of the pulse electrooculography are described. A flow chart of the system is presented with the description of its functioning, main specifications are also given. The system permits more objective evaluation and the considerable expansion of diagnostic capabilities during electrooculographic examinations of ocular and general diseases.